
calrpt.txt
                           Response Factor Report MS1

  Method Path : C:\msdchem\1\METHODS\
  Method File : 8050004_ETOX.M                                      
  Title     : TO-15 by Selective Ion Analysis
  Last Update  : Mon May 21 13:28:21 2018
  Response Via : Initial Calibration

  Calibration Files
  1   =L18EJ007.D  2   =L18EJ008.D  3   =L18EJ009.D  4   =L18EJ010.D
  5   =L18EJ011.D  
 
        Compound             1    2     3     4     5           Avg     %RSD
  --------------------------------------------------------------------------------

  1) ISS IS-Hexane-d14         ----------------ISTD---------------------
  2)     Ethylene Oxide    0.229 0.202 0.209 0.254 0.247       0.228    9.91 

  3) ISS IS-1,4-Difluoroben... ----------------ISTD---------------------

  4) ISS IS-Chlorobenzene-d5   ----------------ISTD---------------------
 ----------------------------------------------------------------------------
 (#) = Out of Range
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